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Figure 3 - CTD 1030 Bottle-CTD Salinity Residuals


�


�








Figure 4 - CTD 1030 Bottle-CTD Salinity Residuals


�


�








Figure 5 - Bottle-CTD Dissolved Oxygen Residuals
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Figure 6 - Temperature Differences (1030-1031) vs. Pressure
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Figure 7 - Temperature Differences (1030-1031) vs. Pressure
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Figure 8 - 1030 Bath Calibration Temperature Residuals (CTD-Bath) for Pre-Trip and Post-Trip Calibrations
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Figure 9 - 1031 Bath Calibration Temperature Residuals (CTD-Bath) for Pre-Trip and Post-Trip Calibrations
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